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In this work we review some optical characterization methods useful for the low cost production of two phase level computer generated
holograms (CGH). As an example, binary CGH are designed with an iterative Fourier transform algorithm (IFTA) and fabricated on a silicon
master micromachining with a single step of selective dry etch of silicon dioxide (SiO2) layer. The CGH characterization is performed in three
steps; a first one involves the application of spectroscopic ellipsometry measurements to accurately measure the thickness of the SiO2 layer.
These results permit the evaluation of the relative complex reflectance between the two levels of the developed hologram as a function of
the wavelength. In a second step, interference microscopy is applied to directly visualize the phase shift in the SiO2/Si binary phase profile.
Finally, the performance and diffraction efficiency of the fabricated CGH is compared for various lasers with different wavelengths. These
experimental measurements in these two last steps confirm with very good accuracy the results derived from the spectroscopic ellipsometry
analysis. In conjunction, the combination of these well established optical techniques provides a precise optical characterization of binary
diffractive optical elements produced with simple and low cost technique, useful for mass production. [DOI: 10.2971/jeos.2010.10011]
Keywords: diffraction and scattering, Fourier optics, computer-generated holograms, diffraction efficiency, resolution and other hologram
characteristics
1 INTRODUCTION
Many different technologies have been used to fabricate com-
puter generated holograms (CGH) and diffractive optical el-
ements (DOE) over a variety of substrates [1]–[3]. Although
this is a mature topic, there is still a great interest to develop
and apply cost effective fabrication processes, as well as ef-
fective tools for the quality evaluation of the fabricated ele-
ments [4, 5]. In general, two types of studies have been con-
ducted in the field: those intended either to improve the fab-
rication process or to reduce its cost, and those intended to
improve the CGH design.
With respect to their fabrication, phase-only CGH have been
highly investigated since they are more light efficient. Phase
holograms with a continuous phase profile (kinoform) pro-
vide higher diffraction efficiencies [6]. However, elements
with multiple phase levels usually require a multistep fab-
rication process, with the consequent disadvantage in terms
of time consuming and the strict requirements on multimask
alignment and etching accuracy [7]. Therefore, due to its
fabrication simplicity and reduced cost, binary phase holo-
grams continue to be very attractive [8]. Many high quality
fabrication techniques have been demonstrated, including e-
beam lithography [9, 10], photolithography [11] or laser abla-
tion [12, 13]. Requirements for low cost and simple produc-
tion also led to the application of high resolution laser print-
ers [14, 15]. In all cases, the quality of the fabricated CGH is
reflected in the values of the diffraction efficiency [16].
In general, two types of phase CGH designs can be consid-
ered: kinoform [6] and detour phase holograms [17]. In ki-
noform holograms the phase in each pixel is directly gener-
ated onto the CGH substrate. For detour phase holograms,
the phase of each pixel is encoded through the displacement
of the corresponding aperture in the hologram. In this way,
detour phase holograms can be encoded on substrates where
it is not possible to physically create a phase difference. Kino-
form holograms are very efficient in terms of space bandwidth
(there is a one-to-one relation between pixels in the designed
hologram and pixels in the fabricated hologram), and they can
ideally achieve the maximum diffraction efficiency. However,
they are rather sensible to possible fabrication errors, like etch-
ing depth or surface roughness errors [18, 19]. On the contrary,
detour phase CGH are very exigent in terms of space band-
width since each pixel of the designed hologram requires a
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matrix of pixels in the fabricated hologram to encode the aper-
ture displacements. They also suffer low diffraction efficiency,
both because of the encoding technique, and also because they
are usually transferred onto substrates where the optical mod-
ulation is produced on the amplitude transmission (although
they can be also converted onto phase holograms, see [20]). On
the contrary, they present better tolerance to fabrication errors,
since they depend on the precise location of the lateral in plane
displacements rather than the precise etching depths. The ef-
ficiency of detour phase holograms can also be improved by
combining them with carrier gratings [21].
In this work, we review the application of some well estab-
lished techniques useful to produce and accurately charac-
terize binary phase reflective Fourier transform CGH fabri-
cated over silicon substrate. In spite of its poor optical prop-
erties, silicon offers attractive possibilities for combination
with high quality materiales [22, 23]. Here, the inclusion of
micromachining steps offers an accessible mass production
method that minimizes fabrication complexity, component
turnaround time, and cost. All these advantages are obtained
by transferring the designed binary phase holograms onto a
silicon wafer with a thermal oxide (SiO2) layer. The two re-
quired phase levels are obtained by selectively etching the
SiO2 layer with the hologram pattern, resulting in a reflective
binary phase hologram. The phase difference between the two
levels of the reflective CGH is the key parameter to achieve
good diffraction efficiency, and inspection tools useful to char-
acterize this phase shift can be very useful in the production
process.
Here, the physical phase difference is produced by the opti-
cal path difference between the light reflected on the SiO2/Si
and the light directly reflected on the Si surface (SiO2 layer
removed). But additionally, thin film interference addition-
ally contributes to the phase difference, and also produces a
significant difference in the amplitude reflection coefficients,
thus affecting the diffraction efficiency. Therefore, an accu-
rate characterization of this thin film interference can provide
valuable information. Spectroscopic ellipsometry is an optical
technique useful for such purpose [24]. In this work, we ap-
ply variable angle spectroscopic ellipsometry (VASE) to pre-
cisely determine the thickness of the deposited SiO2 layer,
and the complex reflection coefficients at the two levels in the
fabricated CGH. With this information it is possible to accu-
rately estimate the diffraction efficiency in the whole spectral
range covered by the ellipsometer (in our case from 370 nm
to 1000 nm). This analysis is further completed with the ap-
plication of interference microscopy [25] to measure the phase
difference between the two levels generated on the hologram.
Images captured with a microscope incorporating an interfer-
ometric objective confirm the results derived from the ellip-
sometric measurements and visualize the wavelength ranges
where the fabricated CGH show best diffraction efficiency. We
finally present measurements of the diffraction efficiency for
three available wavelengths and provide experimental results
on the CGH reconstruction that verify the results derived from
the ellipsometric analysis. In conjunction, we present a full
optical characterization of the fabricated CGH, showing use-
ful inspection tools to determine the quality of the fabrication
procedure.
The paper is organized as follows. In Section 2, we describe
the steps followed to design the holograms, and we describe
the fabrication process. In Section 3, we present the results ob-
tained from the application of the spectroscopic ellipsometry
analysis of the SiO2/Si layer, as well as the visual inspection
of the fabricated CGH by means of interference microscopy.
In Section 4, we present the calculation of the diffraction ef-
ficiency of the fabricated holograms, its wavelength depen-
dence derived from the previous analysis, and the experimen-
tal reconstructions for three different wavelengths. Finally,
Section 5 presents the conclusions of the work.
2 FABRICATION PROCEDURE AND CGH
DESIGN
The design of CGH is a subject that has been studied for more
than forty years and a variety of techniques have been de-
veloped [3, 4]. Here we have considered two fabrication lim-
itations. We want to generate the CGH in a single step and
therefore we consider binary phase-only holograms. Secondly,
in order to avoid too large computer memory and time re-
quirements, we limited the hologram masks to square images
with 1024 pixels × 1024 pixels. We designed a CGH to recon-
struct the text “FEMTO-MOEMS” (see Figure 1(a)) which is
slightly displaced from the centre in the vertical direction, to
avoid overlapping of the reconstruction with the DC peak.
We applied an iterative inverse Fourier transform algorithm
(IFTA) [26, 27] to calculate the phase mask to be transferred
onto the CGH. Following [28], the modulus of the CGH com-
plex amplitude distribution is set to unity in the Fourier do-
main, and the modulus of the complex amplitude distribution
at the reconstruction plane is set to the original one on the im-
age domain. A window is defined around the reconstruction
area in this last case, allowing amplitude and phase freedom
for the light outside this window. In order to obtain a rapid
convergence, we added a random phase to the original im-
age in the first iteration. We applied 30 iterations of this pro-
cedure, only the last fifteen applying the reconstruction win-
dow constrain, so that a good balance between signal to noise
 
(a)
(b) (c)
FIG. 1 (a) Object to encode onto the holograms. Detailed areas of the binary phase
masks designed to act as: (b) Direct phase (kinoform) CGH, and (c) Detour phase CGH.
10011- 2
Journal of the European Optical Society - Rapid Publications 5, 10011 (2010) I. Moreno et al.
 
FIG. 2 (a) Scheme for the reflective hologram efficiency design. d is the physical depth
between the two regions in the hologram. (b) Hologram fabrication steps.
ratio and fidelity of the reconstruction is obtained. The final
phase distribution in the Fourier domain is then binarized,
assigning phase values 0 and pi to phase ranges [0,pi) and
[pi, 2pi), respectively. For comparison, we also implemented
the detour phase technique. Although many different encod-
ing techniques have proposed [29], here we use for simplic-
ity the original Lohmann’s technique [17]. It allows encoding
multiple phase levels, but since we want to compare results
with those from the binary kinoform, we again considered
the binary hologram and used only two displacement levels.
Therefore, we restrict the hologram size to the central 512 pix-
els × 512 pixels, and each pixel of the original hologram is
converted onto a cell of 2 pixels × 2 pixels. The aperture is lo-
cated on the left for phase 0 and on the right for phase pi. Fig-
ures 1(b) and 1(c) show a detail of these two designed CGH,
where black and white denote phases 0 and pi respectively.
The procedure for CGH fabrication is based on selectively
etching a SiO2 layer grown on top of a silicon wafer, which
acts as the reflective surface. This non typical technique for the
production of diffractive elements was already used in [30].
The silicon micromachining technology employed here, in
particular the silicon etching, is well suitable to fabricate the
designed precision-defined micro-optical components, offer-
ing relative easy procedures and presenting a potential use
for monolithic integration at low cost. Therefore, this simple
hologram fabrication process could be suitable for mass pro-
duction at low cost, and it can be easily combined with con-
ventional techniques of replication from silicon master [31].
Figure 2(a) shows a scheme of the processed reflective mask.
The holograms are fabricated using well known micromachin-
ing processes. Monocrystalline silicon is used as substrate and
a SiO2 layer is grown by thermal oxidation (see Figure 2(b), 1st
step). Positive photoresist is spin coated over the wafer (see
Figure 2(b), 2nd step) and the pattern is transferred by direct
laser writing with a Heidelberg DLW200 instrument. After ex-
posure to the laser writing, the photoresist is developed and
hologram pattern is then etched on the SiO2 layer using a so-
lution of buffered hydrofluoridic acid (BHF) (see Figure 2(b),
3rd step). Once the SiO2 layer is patterned, the photoresist is
removed using acetone and the substrate is cleaned with pi-
ranha (mixture of H2O2+H2SO4, see Figure 2(b), 4th step) and
rinsed in deionized water. The CGH mask to be transferred to
the wafer was designed using commercially available CAD
software. Each pixel was treated as an independent square
which, depending on the designed phase value, corresponds
to an absence (hollow volume) or presence of SiO2.
In general, the energy loss at the SiO2/Si profile could be re-
duced by covering it with a high reflection metal film [30].
Our purpose here, however, is not to develop the final CGH
product, but to obtain a good quality CGH master, that can
be further replicated for instance onto polymer [31]. Therefore
metallization of the samples is not necessary. This provides
non optimized diffraction efficiency on this fabricated master
CGH. The focus of this paper is, instead, on the demonstration
of the usefulness of the two above mentioned optical inspec-
tion methods (spectroscopic ellipsometry and interference mi-
croscopy), as very accurate tools to determine the complex re-
flectance of the fabricated SiO2/Si CGH, in order to calculate
the diffraction efficiency.
3 SPECTROSCOPIC ELLIPSOMETRY
CHARACTERIZATION AND MICROSCOPY
INSPECTION
Spectroscopic ellipsometry is a very well established tech-
nique that allows the determination of the optical properties
of thin film layers, (optical constants of the material and thick-
ness of the layer) by measuring the changes in the polariza-
tion ellipse on the broadband light reflected from the sample
at different incidence angle [24]. We use here a J. A. Wool-
lam Co. M2000V-RCE variable angle spectroscopic ellipsome-
ter (VASE) [32], which can measure at different angles of inci-
dence for 390 different wavelengths in the range from 370 nm
to 1000 nm. This technique has been proven to be very ac-
curate for the characterization of SiO2/Si samples [33]. Here,
we captured experimental ellipsometric data of the processed
SiO2/Si samples by illuminating an area of the wafer that has
not been etched with the CGH elements.
The standard ellipsometric parameters, Ψ and ∆ are related
to the complex ratio ρ of the reflection coefficients for light
polarized parallel (p) and perpendicular (s) to the plane of in-
cidence, defined as [24]
ρ =
rp
rs
= tan (Ψ) exp (i∆) . (1)
Figures 3(a) and 3(b) show the experimentally captured data
for three angles of incidence (60◦, 65◦ and 70◦). They show, re-
spectively, the ellipsometric angles Ψ(λ) and ∆(λ), as a func-
tion of the wavelength. These experimental data are then fit-
ted to numerical equivalent curves calculated from the reflec-
tion coefficients of the SiO2/Si sample. Figure 4 shows the
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FIG. 3 Measured and fitted ellipsometric angles versus wavelength for the SiO2 layer
over Si substrate for three incidence angles (60˚, 65˚, and 70˚): (a) Ψ(λ), (b) ∆(λ).
optical constants for Si and SiO2 selected from the materials
database in the ellipsometer software, which have been used
in the calculations (SiO2 can be considered transparent in the
selected range, and k = 0 has been selected in this case). The
simultaneous fit of all the six curves presented in Figure 3 per-
mit a precise determination of the thickness of the deposited
SiO2 layer. The best fit is obtained for a SiO2 layer thickness of
1382.6 nm.
Then, once the thickness of the SiO2 layer and the optical con-
stants are know, it is possible to predict the relative complex
reflectance between the light reflected on top of the SiO2 layer
compared to the light reflected directly on Si after selective
removal of the SiO2 layer. Figure 5 shows the corresponding
results. A first intuitive approximation is given by the opti-
cal path difference caused by the different refractive indices of
SiO2 and air. With this initial approximation, the phase shift
(∆φ) between the light reflected on the two levels in the fabri-
cated CGH will be given by
∆φOPD =
4pid
λ
(
nSiO2 − 1
)
(2)
where λ stands for the wavelength of the incoming light, nSiO2
is the SiO2 refractive index, and d is the thickness of the SiO2
layer. The curve ∆φOPD(λ), derived from Eq. (2) for the values
nSiO2 (λ) shown in Figure 4 and the thickness d = 1382.6 nm,
is presented in Figure 5 as the optical path difference(OPD)
phase curve. In this figure, we indicated the three wavelengths
488 nm, 543 nm and 633 nm, which correspond to three laser
lines that we employ for the reconstruction of the fabricated
CGH. We can see that the expected phase shift for 633 nm
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FIG. 4 Optical constants (refractive index and extinction coefficient) for Si and SiO2.
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FIG. 5 Complex amplitude reflection coefficient versus wavelength at the two surfaces
(Si and SiO2/Si) in the fabricated CGH calculated from ellipsometric data. (a) Modulus
of the reflection coefficient, (b) Relative phase shift between the light reflected at the
two surfaces, calculated as the optical path difference (OPD), or through the thin film
(TF) analysis.
is very close to be 4pi radians, while it is relatively close to
5pi radians for 543 nm and 488 nm. The maximum diffrac-
tion efficiency will be obtained when ∆φ is an odd multiple of
pi radians. Therefore, a rather reduced efficiency is expected
for 633 nm, while better efficiency is expected for 543 nm and
488 nm.
This approximated analysis, however, must be refined to take
into account the reflection coefficients on the two surfaces on
the CGH, which are complex valued and therefore add addi-
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tional phases. This is especially relevant in the reflection from
the SiO2/Si layer, due to the thin film interference. The reflec-
tion coefficient at the air-SiO2/Si layer (r012) is given by the
thin film interference [24],
r012 =
r01 + r12 exp (−i2β)
1+ r01r12 exp (−i2β) , (3)
where r01 and r12 are the Fresnel reflection coefficients at the
air-SiO2 interface and at the SiO2-Si interface respectively,
r01 =
1− NSiO2
1+ NSiO2
, r12 =
NSiO2 − NSi
NSiO2 + NSi
, (4)
and
β =
2pi
λ
NSiO2d. (5)
The reflection coefficient at the air-Si interface (r02) is
r02 =
1− NSi
1+ NSi
. (6)
In these equations, N stands for the complex refractive in-
dex, thus being NSiO2 = nSiO2 and NSi = nSi − ikSi. If
these reflection coefficients are written in polar form, r012 =
|r012| exp (iφ012) and r02 = |r02| exp (iφ02), the phase differ-
ence of the light reflected at the two surfaces in the fabricated
CGH can be calculated as
∆φTF = φ012 −
(
φ02 +
4pi
λ
d
)
(7)
where 4pid/λ stands for the phase gained by the wave propa-
gated in air a distance twice the thickness of the SiO2 layer.
Figure 5 shows the results obtained with these equations
when the optical constants presented in Figure 4 are em-
ployed. Figure 5(a) shows the dependence with wavelength of
the modulus of the two reflection coefficients, |r02| and |r012|,
showing the last one the characteristic thin film oscillatory be-
havior. Figure 5(b) shows the wavelength dependence of the
thin film (TF) phase difference calculated from Eq. (7), which
shows also an oscillation around the OPD phase calculated
from Eq. (2). Table 1 gives the values for the modulus and
phase difference calculated for the three selected wavelengths.
Wavelength (nm) |r02| |r012| ∆φTF
488 0.63 0.25 5.08pi
543 0.61 0.12 4.56pi
633 0.59 0.15 3.84pi
TABLE 1 Modulus of the reflection coefficients and relative phase at the two regions of
the CGH for the three selected wavelengths.
Next, in order to confirm these results, we inspected the fabri-
cated CGH with a Nikon LV100-Pol microscope. Images were
captured with a Nikon DCFi1 CCD camera. Figure 6 shows
some of these images captured using a 20× microscope ob-
jective, corresponding to a binary grating, and the kinoform
and detour phase CGHs shown in Figure 1. All three elements
were fabricated onto the same wafer with the same conditions,
and using a nominal pixel size of 3 µm. The binary grating in
  
                               
 
FIG. 6 Microscope images of the fabricated elements: (a) Binary diffraction grating, (b)
kinoform CGH, and (c) Detour phase CGH.
Figure 6(a) is designed with maximal spatial resolution (one
pixel white and one pixel black). While the grating is very well
reproduced, it shows a non perfect 50% fill factor (ratio be-
tween the size of one grating level to the grating’s period). In-
stead a value of approximately 26% is measured. Figures 6(b)
and 6(c) show microscope images captured in the same condi-
tions for the two CGH designs. In all these images we selected
an area where a uniform part is also visible, since it is very
useful for characterization of the phase depth when we use
the interference objective, as we show next.
Interference microscopy is a useful technique to measure
depth changes as shifts in the interference fringes captured
at the microscope [34, 35]. Figure 7 shows the interference
patterns corresponding to the binary grating shown in Fig-
ure 6(a) captured with a 20× differential interference objec-
tive from Nikon. Figure 7(a) shows the image captured in the
microscope when the broadband illumination is selected. The
grating is focused and the microscope platform tilt is adjusted
to obtained interference fringes perpendicular to the border
between the uniform region and the grating region (which
is also oriented with the slits perpendicular to the interfer-
ence fringes). Figure 7(a) shows a clear shift in the polychro-
matic interferogram on the top of the image (which corre-
sponds to the uniform area where SiO2 is not removed) in
comparison with the interferogram on the bottom of the im-
age, which corresponds to the grating area. A shift of more
than two fringes is clearly visible for the whole broadband
spectrum. Figures 7(b), 7(c) and 7(d) show the corresponding
image when an interference filter is introduced in the micro-
scope, with transmissions at 488 nm, 540 nm and 633 nm, re-
spectively. In each of these images we added an arrow indi-
cating the fringe shift expected from the phases presented in
Table 1 calculated from the ellipsometric analysis. In all cases,
we see an excellent agreement. The blue image shows a shift
of the fringes is very close to 2.5 periods, while it is clearly
10011- 5
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FIG. 7 Microscope images of the binary diffraction grating captured with the interfero-
metric objective. (a) Broadband illumination, (b) 488 nm, (c) 540 nm, (d) 633 nm.
less than 2.5 periods for the green image, and very close to
two periods for the red image.
This combined ellipsometric and microscopic analysis does
not provide an accurate measurement on the borders between
the two levels in the hologram. For that purpose other more
expensive techniques such as optical metrology [36], scanning
electron microscopy (SEM) [37, 38] or atomic force microscopy
(AFM) [39] have been typically used. However, as we show
next, the approach followed here where the reflection coef-
ficients are directly measured, provides relevant information
useful to predict, with rather good accuracy, the diffraction ef-
ficiency of the produced elements.
4 DIFFRACTION EFFICIENCY AND
EXPERIMENTAL RECONSTRUCTION
The good agreement of the phases predicted from the ellip-
sometric analysis and measured in the microscope suggest
that the reflection coefficients presented in Figure 5 can be
used to calculate the diffraction efficiency in the whole spec-
tral range characterized with the ellipsometer. For that pur-
pose, we adopt a simple model based on scalar diffraction
theory, that incorporates two regions in the CGH, with re-
flection magnitudes r1 and r2 (in this case r1 ≡ |r02| and
r2 ≡ |r012|) and relative phase shift φ between them (in this
case φ = ∆φTF), as well as a fill factor described with a param-
eter a equal to the ratio between the width of the first level and
the period of the grating [40]. The grating reflectivity function
can be described mathematically as the function g(x) defined
as:
g (x) ={
r1rect
(
x
p
)
+
(
r2eiφ−r1
)
rect
(
x
ap
)}
⊗∑
m
δ (x−mp) (8)
where x is the spatial coordinate, p denotes the period of the
grating, a is the fill factor (for the ideal 50% fill factor grating
a=1/2), the symbol ⊗ indicates the convolution operation, m
are integer numbers, and the function rect(·) is defined as [41]
rect (x) =

1 if |x| < 1/2
1/2 if |x| = 1/2
0 if |x| > 1/2
. (9)
The diffraction pattern generated by the grating is evaluated
by Fourier transforming the grating function g(x) in Eq. (8),
leading to
G (u) ≡ FT {g (x)}
=
{
r1sinc (pu)+a
(
r2eiφ− r1
)
sinc (apu)
}
∑
m
δ
(
u−m
p
)
=∑
m
Gm · δ
(
u− m
p
)
(10)
where FT{.} denotes the Fourier transform operation, u is the
spatial frequency, and sinc(u) = sin(piu)/(piu). The ampli-
tude Gm of each m diffraction order is given by
Gm = r1sinc (m) + a
(
r2eiφ − r1
)
sinc (am) , (11)
and the corresponding intensities are given by im = |Gm|2.
The important terms related to the CGH efficiency are the
m = ±1 orders, that correspond to the direct and inverted
hologram reconstructions, and the m = 0 order, that corre-
sponds to the DC peak appearing on axis [42]. The intensities
i0 and i±1, given in terms of the relative phase shift ∆φ and the
fill factor a, are
i0= |G0|2= r21 (1−a)2+a2r22+2r1r2a (1−a) cos (φ) , (12a)
i±1= |G±1|2= a2sinc2 (a)
[
r21+r
2
2−2r1r2 cos (φ)
]
. (12b)
These equations reveal that, for a given fixed value of the
magnitude of the reflected coefficients (r1 and r2), and for a
fixed value of the fill factor a, the maximum diffraction ef-
ficiency (maximum value of i±1) is always obtained when
φ = pi, reaching then values imax±1 = a
2sinc2 (a) (r1 + r2)
2 and
imin0 = (r1 (1− a)− r2a)2. In the ideal case where r1 = r2 = 1
and the fill factor is a = 1/2, they become imax±1 = 0.405 and
imin0 = 0.
Figure 8 shows the expected results for i0 and i±1 as a function
of the wavelength, calculated from Eqs. (12) with the complex
amplitude reflectance values presented in Figure 5, and the
observed fill factor a = 0.26. We have tested the diffraction
gratings and the holograms response with three lasers with
different wavelengths: the blue line (488 nm) from a multi-
line argon ion laser, and two He-Ne lasers with wavelengths
543 nm and 633 nm, respectively. We measured the diffraction
efficiency of the gratings by measuring the intensities of the
zero and first diffraction orders normalized to the intensity of
the incident beam. The results are marked as the square and
triangular points on the figure, showing an excellent agree-
ment with the predictions. Figure 8 shows that the diffraction
efficiency is relatively low at the whole spectral range, due to
the losses on reflection. However, as we mentioned in the in-
troduction, it is not the goal of this work to develop a final
high efficient CGH, but to show the procedure to accurately
determine the complex reflection, and its implication in the
final efficiency.
Finally, we show the results on the hologram reconstruction.
Figure 9 shows the numerical simulation of the reconstruction
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FIG. 8 Relative intensities of the zero and first diffraction orders as a function of the
wavelength. The curves indicate the calculated results derived from the data in Fig-
ure 5. The spots indicate the experimental measurements obtained from the diffraction
gratings at the three selected wavelengths.
obtained for the kinoform and for the detour phase CGH in
Figure 1. In these simulations we consider perfect CGHs with
phase levels 0 and pi. Figure 9(a) corresponds to the kinoform
hologram. It shows that the words FEMTO-MOEMS are very
clearly reconstructed, in the middle of the defined window,
outside of which some noise appears. Because of the hologram
binarization, an inverted replica of the text is also present, but
displaced in opposite sense, thus avoiding overlapping with
the direct reconstructions. Figure 9(b) shows the numerical re-
construction from the detour phase CGH. In this case, because
of the encoding technique, the reconstruction appears off axis,
centered at the ±1 diffraction orders. In each order the di-
rect and inverted reconstruction is present since the encoded
hologram is binary. Finally, Figure 9(c) shows a detail of the
CGH reconstruction where we indicated three different win-
dows used to evaluate the quality of the produced CGH [14]:
window R corresponds to desired signal, i.e., the letters in the
text FEMTO-MOEMS, while windows Nin and Nout are used
to measure the noise levels inside and outside the reconstruc-
tion window. Table 2 gives the mean intensity value and its
standard derivation in each of these three windows. All val-
ues are normalized to the mean intensity (i) at the reconstruc-
tion window R. The standard deviation (σ) in the window R is
a measurement of the uniformity in the reconstruction. These
data show that in general the kinoform CGH provides a better
performance than the detour phase CGH.
Figure 10 shows the experimental results obtained with the
produced CGH. Figures 10(a)–10(c) show the central area ob-
tained with the kinoform CGH for the three selected wave-
lengths (488 nm, 543 nm and 633 nm). In each case, an excel-
lent reconstruction of the FEMTO-MOEMS text is obtained in
agreement with the simulation in Figure 9(a). However, a zero
(DC) peak is also present on axis, located in between the two
text reconstructions, due to the limited diffraction efficiency.
This peak is especially strong for 633 nm (see Figure 10(c)),
in agreement with the predictions in Figure 8. For the green
and blue lasers, the efficiency is better and a very good holo-
gram reconstruction is clearly seen. Somehow, the fabricated
hologram can be considered as a wavelength-selective holo-
gram in the sense introduced in [43]. Figure 10(d) shows an
 
FIG. 9 Numerical simulation of the ideal pi-phase CGH reconstruction: (a) kinoform
CGH, (b) detour phase CGH. (c) Detail where the evaluation windows are indicated.
R denotes the item reconstruction window, whereas Nin and Nout denote the noise
windows.
CGH Evaluation
window
isim σsim iexp σexp
Kinoform
R 1 0.00472 1 0.0028
Nin 0.002 0.00001 0.2 0.0058
Nout 0.062 0.00334 0.6 0.0163
Detour
phase
R 1 0.01570 1 0.0061
Nin 0.015 0.00013 0.2 0.0033
Nout 0.090 0.00506 0.4 0.0073
TABLE 2 Comparison of the simulated and experimental CGH reconstructions through
the mean value and standard deviation at evaluation windows R, Nin and Nout.
Experimental values correspond to the reconstruction with λ = 488 nm.
extended view of the reconstruction area for 488 nm, show-
ing how the reconstruction appears close on axis, while Fig-
ure 10(e) shows the corresponding result obtained with the
detour phase holograms, again for 488 nm. In both cases the
agreement with the numerical simulations in Figures 9(a) and
9(b) is excellent, showing the fidelity of the text reconstructed
from the CGH. Table 2 provides the corresponding values for
these experimental images of the mean value and the standard
deviation in the three evaluation windows defined in Figure 9.
As expected, the experimental images show worse values of
noise due to possible imperfections in the production, but also
because of the speckle originated from the coherent illumina-
tion.
5 CONCLUSIONS
In summary, we reviewed the different stages of the CGH pro-
duction and we presented results of the complete process for
its development and accurate characterization, including 1) an
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(d)
(e)
FIG. 10 Central area of the reconstruction of the kinoform CGH for (a) 488 nm, (b)
543 nm, (c) 633 nm. (d) Wide reconstruction area from the kinoform CGH for 488 nm.
(e) The same as (d) but with the detour phase CGH.
optimized design based on an iterative Fourier transform al-
gorithm, 2) its encoding either as a direct phase CGH or as a
detour phase CGH, 3) the CGH fabrication as a SiO2/Si pro-
file, 4) the application of the spectroscopic ellipsometry tech-
nique to accurately determine the thickness of the SiO2 layer,
5) the use of the ellipsometric data to calculate the complex
reflectance of the two levels in the hologram, 6) the optical
inspection of the relative phase shift versus wavelength by
means of a interferometric microscope and finally, 7) calcula-
tion of the diffraction efficiency and experimental evaluation
of the quality of the hologram reconstruction.
The combined application of all these very well established
techniques represents a useful guide for the production and
inspection of CGH at relatively low cost. The developed
SiO2/Si CGH shows good quality on the reconstructed pat-
tern, although a low efficiency due to the losses on reflection.
However, they could be a good candidate to be used as a mas-
ter CGH to be replicated directly with polymer, or onto Ni
moulds by electroplating as inserts for mass production repli-
cation tools, such as hot embossing or micro-injection mould-
ing [44].
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